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SYSTEM DETAILS
SYMBOL | QTY. DESCRIPTION
CC 1 CEILING COLUMN
E2 6 RECEPTACLE - DUPLEX RED
DA 3 PROVISION - DATA
GJ 2 GROUND JACK
2 1 GAS, NITROUS OXIDE
N 1 GAS, NITROGEN
w 1 GAS, WAGD
o} 2 GAS, OXYGEN
A 2 GAS, MED AIR
\ 2 GAS, VACUUM
NCP 1 NITROGEN CONTROL PANEL
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BOTTOM VIEW
LOOKING UP

Two electrical/communication
devices or gases cannot be
placed toghether at any corner.
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